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(2) No diluent shall be added to the
product by the manufacturer prior to
freezing.

(3) The final container used for
Cryoprecipitated AHF shall be color-
less and transparent to permit visual
inspection of the contents; any closure
shall maintain a hermetic seal and pre-
vent contamination of the contents.
The container material shall not
interact with the contents under cus-
tomary conditions of storage and use
in such a manner as to have an adverse
effect upon the safety, purity, potency
and effectiveness of the product. At the
time of filling, the final container shall
be identified by a number so as to re-
late it to the donor.

[42 FR 21774, Apr. 29, 1977, as amended at 47
FR 15330, Apr. 9, 1982; 50 FR 4139, Jan. 29,
1985]

§ 640.55 U.S. Standard preparation.
A U.S. Standard Antihemophilic Fac-

tor (Factor VIII) preparation may be
obtained from the Center for Biologics
Evaluation and Research, Food and
Drug Administration, for use in the
preparation of a working reference to
be employed in a quality control po-
tency test of Cryoprecipitated AHF.

[42 FR 21774, Apr. 29, 1977, as amended at 49
FR 23834, June 8, 1984; 50 FR 4140, Jan. 29,
1985; 55 FR 11013, Mar. 26, 1990]

§ 640.56 Quality control test for po-
tency.

(a) Quality control tests for potency
of antihemophilic factor shall be con-
ducted each month on at least four rep-
resentative containers of
Cryoprecipitated AHF.

(b) The results of each test are re-
ceived by the establishment licensed
for Cryoprecipitated AHF within 30
days of the preparation of the
cryoprecipitated antihemophilic factor
and are maintained at that establish-
ment so that they may be reviewed by
an authorized representative of the
Food and Drug Administration.

(c) The quality control test for po-
tency may be performed by a clinical
laboratory which meets the standards
of the Clinical Laboratories Improve-
ment Act of 1967 (CLIA) (42 U.S.C. 263a)
and is qualified to perform potency
tests for antihemophilic factor. Such
arrangements must be approved by the

Director, Center for Biologics Evalua-
tion and Research, Food and Drug Ad-
ministration. Such testing shall not be
considered as divided manufacturing,
as described in § 610.63 of this chapter,
provided the following conditions are
met:

(1) The establishment licensed for
Cryoprecipitated AHF has obtained a
written agreement that the testing lab-
oratory will permit an authorized rep-
resentative of the Food and Drug Ad-
ministration to inspect its testing pro-
cedures and facilities during reason-
able business hours.

(2) The testing laboratory will par-
ticipate in any proficiency testing pro-
grams undertaken by the Center for
Biologics Evaluation and Research,
Food and Drug Administration.

(d) If the average potency level of
antihemophilic factor in the containers
tested is less than 80 units of
antihemophilic factor per container,
immediate corrective actions shall be
taken and a record maintained of such
action.

[42 FR 21774, Apr. 29, 1977, as amended at 49
FR 23834, June 8, 1984; 50 FR 4140, Jan. 29,
1985; 55 FR 11013, Mar. 26, 1990]

Subpart G—Source Plasma

§ 640.60 Source Plasma.
The proper name of the product shall

be Source Plasma. The product is de-
fined as the fluid portion of human
blood collected by plasmapheresis and
intended as source material for further
manufacturing use. The definition ex-
cludes single donor plasma products in-
tended for intravenous use.

[41 FR 10768, Mar. 12, 1976, as amended at 50
FR 4140, Jan. 29, 1985]

§ 640.61 Informed consent.
The written consent of a prospective

donor shall be obtained after a quali-
fied licensed physician has explained
the hazards of the procedure to the pro-
spective donor. The explanation shall
include the risks of a hemolytic trans-
fusion reaction if he is given the cells
of another donor, and the hazards in-
volved if he is hyperimmunized. The
explanation shall consist of such dis-
closure and be made in such a manner
that intelligent and informed consent
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